Stenosis Caused by Suture-Mediated Vascular Closure Device in an Angiographic Normal Common Femoral Artery: Its Mechanism and Management.
Vascular closing devices (VCDs) are widely used to replace manual compression at the femoral puncture site and to reduce the discomfort of patients undergoing percutaneous coronary procedure by shortening bed rest. Among the vascular complications related to these devices, the femoral artery stenosis or occlusion is rarely reported, and its standard management is not well established. We report a case of symptomatic femoral artery stenosis caused by suture-mediated VCD and managed using rotational atherectomy device and balloon angioplasty. In addition, we propose the possible mechanisms for this complication.